Comparison of the artus Epstein-Barr virus (EBV) PCR kit and the Abbott RealTime EBV assay for measuring plasma EBV DNA loads in allogeneic stem cell transplant recipients.
The ability of the artus Epstein-Barr virus (EBV) PCR kit and the Abbott RealTime EBV PCR assay to detect and quantify plasma EBV DNAemia was compared. The agreement between these assays was 95.8%. The EBV DNA loads measured by the two assays significantly correlated (P=< 0.0001).